An unusual lethal complication associated with Starr-Edwards prosthetic aortic valve holder.
This is the first report of an unusual fatal complication associated with the Starr-Edwards prosthetic aortic valve holder. The patient died 51 days after replacement of his aortic valve with a Starr-Edwards prosthetic aortic valve. The cause of death was coronary arterial embolus caused by a fragment broken off of the prosthetic aortic valve holder.